Purpose: With longer life expectancies, the prevalence of arrhythmias is increasing; thus, there is a need for new methods to screen the older outpatient population. This population-based study describes the prevalence of arrhythmias in 200 outpatients aged 66 years. We also investigated the feasibility of wireless long-term recording (LTR) using the ECG-BodyKom ® .
Introduction
Because older people constitute the fastest-growing proportion of the population in the industrialized world, the prevalence of arrhythmias is expected to increase. 1 Consequently, arrhythmias represent a growing challenge for health care services. 2, 3 The onset of arrhythmia is often associated with other chronic diseases and may cause complications such as stroke. Abnormal electrocardiographic (ECG) findings are also seen in patients with syncope, 4 a condition associated with twofold increased mortality in the population. 5 Atrial fibrillation (AF) is a common arrhythmia that is reported to have a prevalence of 1.5%-3% in the general population in the developed world 6, 7 and ∼20% in the oldest population. 8, 9 However, these statistics may underestimate the prevalence of AF, as this condition can be asymptomatic 10 and screening is not routine. 11 Furthermore, much of the knowledge concerning these findings is based on information obtained from inpatient populations and does not include persons 80 years old.
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To prevent AF-related complications, it is important to address AF medically. Despite this, many patients with chronic AF and increased risk of stroke are not treated with anticoagulants, and undertreatment is especially common in females and patients 80 years old. 5 The National Board of Sweden recommends cardiac screening in high-risk groups of patients and compares the cost-effectiveness of cardiac screening for cervical cancer. It also recommends that various methods for different populations to be screened should be evaluated. 5 The most common way to screen for arrhythmias in the outpatient population is the use of traditional 24-hour ambulatory ECG devices, such as Holter monitors. However, there are also new long-term recording (LTR) ECG technologies in health care, such as thumb ECGs, 16 which are aimed at the outpatient population.
17
These newer devices have been shown to detect more arrhythmias than the traditional 24-hour ambulatory ECGs, 18 which have relatively low detection rates 19, 20 and sensitivity, as revealed in a trial that included patients with implantable devices. 21 The new wireless LTR ECGs allow for long-term monitoring from, for example, the patient's home, 18 and some devices can relay data over mobile networks in real time. 22 This technology may be associated with improvements in treatment, time management, and diagnosis by enabling superior management in a timely manner. 17 Like inpatient telemetry, they can allow for real-time analysis. 23 However, these new devices often require active participation from the wearers, and therefore it can be difficult to detect asymptomatic AF.
It has recently been stated that disease-management programs with ECG equipment for home use and integrated telemedicine solutions will become increasingly important in ensuring safety and cost-effectiveness in health care. 16 Therefore, in the present population-based study, we explored the prevalence of arrhythmias in 200 outpatients aged 66 years. We also examined the feasibility of using the new wireless LTR ECG-BodyKom ® device to screen for arrhythmias.
Materials and methods study population
This study had a cross-sectional exploratory design. The study sample was drawn from the Swedish National Study on Aging and Care (SNAC). SNAC is a large, national, long-term, longitudinal, multipurpose study that involves four research centers and collects data in four different areas of Sweden 24 to provide a general picture of the aging population. The present study acquired data from one of the four centers, SNAC-Blekinge (SNAC-B). The SNAC-B population consists of individuals 60 years old living in the Karlskrona municipality. Every month, a randomized sample of patients 60 years old were recruited from eleven age cohorts for medical and psychological examination at SNAC-B (∼20-30 patients per month). During the period from April 2010 to December 2013, 612 participants were examined in the SNAC-B study. After power calculation and exclusion, 200 persons of the total 612 were recruited to test the LTR ECG-BodyCom ® . Exclusion was based on persons who could not wear the equipment nonstop until the day after, participants who did not want to test the equipment, or if the equipment had technical problems. To compare the younger old and older old populations, the sample was divided into two age cohorts: 66-80 years and 80 years. For participation, after providing the written informed consent, participants had to wear the equipment nonstop from the day they were examined until the day after. The examiner also helped to choose participants after cognitive assessment, which included an Mini Mental State Examination test (score of 26 required for inclusion in the study). Participants were examined either at the SNAC-B research center or in their home ( Figure 1 ).
ethics
This project was conducted in compliance with the established ethical guidelines of the Declaration of Helsinki. 25 The study received ethical clearance from the Regional Ethical Review Board in Lund to protect the interests of participants in the study (Drn LU 605-00 and LU 744-00). To ensure compliance with the Swedish Data Protection Act, 26 data were stored securely and anonymized.
Data registration
To estimate the prevalence of arrhythmias, the wireless LTR ECG-BodyKom device (Kiwok Nordic AB, Stockholm, Sweden) was used. The equipment was applied to the patient at the end of the clinical examination, usually between 11 am and 4 pm, and removed the following day. Data were analyzed after recording was completed. The LTR ECG-BodyKom was compared previously with traditional 24-hour ambulatory ECG (Holter) to evaluate how well the two methods matched up with regard to the number of registered QRS complexes and to record transfer problems so that they could be rectified on a continuous basis. 22 The equipment consists of a two-channel lead recording system with five electrodes attached to the participant's chest and a sensor. The sensor transmits data via Bluetooth to a mobile telephone. Data were then transmitted across the mobile network and transferred to a database for storage before analysis with Cardio Explorer analysis software 27 
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Prevalence of unknown and untreated arrhythmias a specialist. The cost of each survey is ∼110 euros, including equipment and interpretation of the ECG. The participants did not need to worry about the equipment while they had it on and were told to live their life as usual. Information about and history of cardiovascular risk factors, such as heart failure, hypertension, diabetes, stroke, ischemic cardiac disease, hypo/hyperthyroidism, medical treatment for AF, and smoking habits, were collected during the medical examination and questionnaires including a medical history. The medical examination included taking blood samples, resting ECG, examine blood pressure, and so on. Medical history, known AF, and anticoagulant use were not taken into consideration, and the examiner performing Mini Mental State Examination was not blinded to medical history. To examine how the LTR ECG-BodyKom was tolerated during the recording time, we conducted interviews in the form of questionnaires about usability. The questionnaire included multiple-choice answers to indicate level of agreement with the following statements: "The equipment was easy to use," "I have been living normally during the past day," and "Sleeping with the equipment worked well."
Categorization of data
To describe heart rhythm, rate, and arrhythmias, the researchers categorized the data based on the Minnesota Code Manual of Electrocardiographic Findings. 28 Heart rate: minimum, maximum, and mean rate; basic heart rhythm: sinus, pacemaker, chronic AF, ectopic atrial, and idioventricular rhythm; and episodes of paroxysmal AF/atrial flutter, tachycardia (100 beats/min), bradycardia (50 beats/min), and paroxysmal supraventricular tachycardia were recorded. Extra beats, pauses, and long RR intervals were also categorized. Causes were described as follows: interference in impulse formation as aberrant QRS, atrioventricular block, bundle branch block, and asystole.
statistics
Descriptive statistical analyses were conducted to obtain an overview of the data. Prevalence figures are presented in age cohort groups, separately for males and females. Categorical data are presented as number and absolute frequency (percentage). Confidence intervals (CIs) (95%) were calculated for prevalence estimates. The continuous variables age and heart rate are presented as mean and SD. Differences between sex and age cohorts were calculated by the chi-square test for nominal data. Statistical analysis was performed with SPSS Version 22.0 (IBM Corporation, Armonk, NY, USA). Table 1 presents characteristics of the study sample, including sex, age, history of diagnosed heart failure, hypertension, diabetes, stroke, ischemic cardiac disease, hypo/hyperthyroidism, and smoking habits. Of the 200 patients included in the study, 112 (56.0%) were females. The mean age of the females was 75.2 years (SD ±7.4, range 66-90 years), whereas the mean age of the males was 77.0 years (SD ±8.1, range 66-96 years). There were 125 patients in the younger age cohort and 75 in the older age cohort. In the excluded population (n=412), 39% were males and 61% females. There were 32% in the younger age cohort and 68% in the older age cohort. The mean age of females was 83.8 years (SD ±8.9, range 65-102 years), while the mean age of males was 81.1 years (SD ±9.7, range 65-99 years; nonsignificant). In the included and examined population (n=200), heart failure was identified in eleven (5.5%) patients: eight females and three males. There was no statistical difference between the two age cohorts (six patients with heart failure in the 66-80 years group and five in the 80 years group, P=0.575). Ten patients (5%) had hypertension (three males and seven females). There were three patients in the 66-80 years group and seven in the 80 years group (P=0.559). Nine patients (4.5%) had diabetes, with no difference between age cohorts (six patients with diabetes in the 66-80 years group and three in the 80 years group, P=0.792). There was a history of stroke/ transient ischemic attack in 6.5% of the sample (six males and seven females), with no difference between the age cohorts (P=0.951). Ischemic heart disease was found in 20 patients (10%; eleven males and nine females), with no difference between age cohorts (eleven patients in the 66-80 years group and nine in the 80 years group, P=0.465). Twenty Heart failure was found in 7.5% of the population, 3.5% had diabetes, and there was a history of stroke/transient ischemic attack in 7.5% of the sample. Ischemic heart disease was found in 2.7% and hypertension in 11%.
Results
Mean heart rate for all participants was 72 beats/min. The mean heart rate was slightly higher for males (73.8 beats/min) than for females (72.7 beats/min). This difference was not significant (P=0.338). Heart rate fell below 50 beats/min in 62 cases; in most of these, bradycardia occurred only during the night. In 166 cases (83%), heart rate increased to 100 beats/min exclusively during the day in connection with physical activity.
Prevalence of essential arrhythmia in the study population
The results revealed persistent AF in 20 patients (10%); there was no significant difference between the two age cohorts. Nine (45%) of the participants with persistent AF received medical treatment (anticoagulants) for their condition, due to earlier diagnoses. Two patients (20%) with persistent AF had a history of heart failure, one (10%) had ischemic heart disease, none had a stroke, three (15%) had hyper/ hypothyroidism, none were diabetics, and one (5%) had high blood pressure. There was no significant difference between males and females regarding sinus rhythm as basic rhythm (P=0.430). Sinus rhythm was detected in most of the population; the prevalence of paroxysmal AF/atrial flutter was 5.5%, and there was no difference between males and females (P=0.469). Furthermore, paroxysmal AF did not increase in the older cohort; the prevalence was 3% in the younger cohort and 2.5% in the older cohort (P=0.065). Of those with paroxysmal AF, 18% had a history of ischemic heart disease, 9% had heart failure, 9% were diabetic, 18% had hyper/ hypothyroidism, and 9% had received medical treatment with acetylsalicylic acid. Among those with paroxysmal AF none were on medical treatment (anticoagulants) when detected, but all persons with paroxysmal AF had a CHA 2 DS 2 VASc score of 2 and were therefore candidates for follow-up and medical examination. These persons had not been previously diagnosed with paroxysmal AF. Ninety-two patients (46%) in the study populations had episodes of paroxysmal supraventricular tachycardia. Pauses occurred in 56% of the sample. Ventricular premature contractions occurred in 160 patients (81%), and supraventricular ectopic contractions occurred in 178 patients (89%), while another common arrhythmia, extra beats unspecified, occurred in 113 patients (56.5%). First-and second-degree AV block occurred in one man (0.5%) and second-degree AV block occurred in one man (0.5%) who was 78 years old ( Table 2) . Table 3 presents information about the duration of recording with the wireless ECG system. An average recording time with the wireless sensor was calculated from 1.5 days of use. However, wireless recordings for those with shorter times were the result of terminations due to technical reasons (eg, the recorder aborted the recordings) and personal reasons (the electrode fell off or the person moved out of range of the telephone). None of the participants terminated the recordings of their own free will prior to the scheduled time, and compliance with the BodyKom was at a satisfying level. According to information obtained from interviews after the recording, 162 participants (81%) agreed that the equipment was easy to wear; only two persons (1%) disagreed. One hundred and sixty-four patients (82%) agreed that they lived their normal daily life Table 2 heart rhythm and prevalence of arrhythmia during the analysis period in the study population while wearing the equipment. Furthermore, 155 participants (77.5%) thought that sleeping with the equipment worked well, only 1% disagreed. There were only an average of three equipment of BodyKom per day during the study period, but there were slots for four examinations per day in SNAC-B. This reduced the possibility of including all participants. The ECG recording quality of the wireless recorder was satisfactory, with almost negligible disturbances from artifacts, as long as the electrodes were properly attached to the person's skin and the sensor was communicating with the telephone. Most of the participants wore the equipment for 12-24 hours. Analysis times ranged from 0.31 hours to 37.49 hours, and the mean time was 17.29 hours. The 95% CI for the mean time was 15.64-17.60 hours. There were no significant differences between males and females (P=0.464) or between the two age cohorts (P=0.564) regarding the recording time (Table 3) .
Feasibility of wearing the BodyKom
Discussion
The main findings of this study concerned the prevalence of persistent and paroxysmal AF in this older outpatient population. Other studies [13] [14] [15] 29, 30 reflect the fact that the incidence of different arrhythmias increases with age but this expected age-related increased incidence is not seen in this study, probably due to small sample size or the already high age of our cohort. Sinus rhythm was the most common basic rhythm, but persistent AF occurred in 20 persons (10%), including six males and 14 females. Of these, ten persons were 66-80 years and ten were 80 years of age. Characteristics of the study sample, including sex, age, history of diagnosed heart failure, hypertension, diabetes, stroke, and ischemic cardiac disease, did differ between the included and excluded population. Among the study population testing the LTR BodyKom, 5% had hypertension compared to 11% of those excluded, and heart failure was identified in 5.5% compared to 7.5%, which may indicate that it was comparatively healthy individuals participating in the study and that the incidence of AF may be underestimated. Other studies have reported the prevalence of chronic AF in the general population to be 1.5%-3% in the developed world 6, 7 and have stated that chronic AF increases with age to ∼20% in the oldest population. 8, 9 A recently published study that used intermittent ECG recording reported the occurrence of previously unknown AF in 3% of participants aged 75-76 years old. 16 In addition, Rich 31 reported that the incidence and prevalence of chronic AF increase progressively with age, and ∼50% of patients with chronic AF are 75 years. The occurrence of chronic AF and a CHA 2 DS 2 VASc score of 2 should be addressed by medical treatment with oral anticoagulants. 32 In the present study, only nine (45%) of those with persistent AF were receiving medical treatment with anticoagulants for their AF. Thus, their AF was previously diagnosed while the other eleven were undiagnosed, and they were therefore remitted to their family doctor for further examinations.
The ECG recording quality of the wireless recorder was satisfactory, with relatively negligible disturbances from artifacts. Its identification of arrhythmias was consistent with that of other long-term ECGs. 2, 33 This simple method requires little of the user and thus may be useful in screening the older population for arrhythmias. Although our data were gathered from a small population, they are indicative of the prevalence of arrhythmias in the elderly population. Questionnaire interviews with the participants revealed high rates of satisfaction with the equipment and a good overall experience wearing it. Participants did not need to worry about the equipment during the time they had it on. Problems reported by the participants included electrodes falling off during the night (2.5%), itching underneath electrodes (1%), and concerns about the technical equipment (3.5%). There are several types of ECG monitoring, including resting ECG, event recorders, and Holter ECGs. All of these have been tested extensively and are used in clinical environments. 34 Holter monitors are often used as the standard method, 18, 19, 35 although they have been shown to be more insensitive than implantable devices 21 and do not offer, like the BodyCom ® , the possibility of real-time analysis. 19 Methods such as wireless LTR ECG have been shown to diagnose arrhythmias, including AF, with high sensitivity. Their ease of use not only facilitates screening for arrhythmias but may also help to improve quality of care for the older population. Screening may also be useful for identifying high-risk patients with clinically significant arrhythmias that require immediate admission to the cardiology ward. However, we must address the limitations we have mentioned earlier in this study. First, the number of analyzed persons was not very large and, therefore, the presented results must be considered with caution. A larger population allowing a more rigorous statistical analysis should be required in order to provide 
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Prevalence of unknown and untreated arrhythmias confidence in the robustness of this arrhythmia screening strategy. Second, we used registrations of only one day due to limited number of equipment; we do not know at present the most optimal registration time.
Conclusion
The present study shows that many older outpatients have undiagnosed and thus untreated persistent and paroxysmal AF. This is a challenge for health care providers, and it is essential to develop more effective strategies for the detection, treatment, and prevention of arrhythmias. This study confirms that the long-term wireless ECG recorder BodyKom has good feasibility for arrhythmia screening in older outpatient populations. Arrhythmia screening devices need to be simple to apply, and they must require little from those wearing them.
